Electrosurgery thermal injury. Myth or misconception?
Two sets of experiments were conducted to determine whether the potential hazards of secondary sparking and distal tissue burns are a serious risk for surgeons using monopolar electrosurgery during laparoscopy. The results indicate that secondary sparking poses little threat, whereas distal burns are very likely, given certain tissue parameters that force the entire electric current through narrow structures.